< AHSSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
- STATE PUBLIC HEALTH LABQRATORY

ALCO-SENSOR IV WITH PRINTER MAINTEN RECEIVED

: | By Carol Day at 11:15 am, Sep 03, 2015

Complate tus report in duplicale at the time of the rogular monihly provenm: 1 e

Send eopy o Depantment of Heallh and Senior Services: retain onginal in deparlmant lite.

iTR, Erever msWment 1S repaired.

T\?.If? SENSOR IV SN PRINTER &8 DAL OF IMSPECTION

107992 099.3586.825 08/02/2015

LOCATION CF INSTRUMENT (STREET ARD C1TY) TIVE OF INSPECTION
211 W, Broadway Webb City, MO 6:31 am

CHECKLIST: Place a mark in the box by each item if found 10 be satislactory or if operating within established fimils, (Wrile m observed val- |
ues whare determined.) Unmarked itams must be corrected belore using Instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

E] TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

m PRINTER WORKING PROPFERLY

E] TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

!Z] SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE

[/] STANDARD suppLIER Guth LoT# 15080 exp pare 03/09/2017

[/l SHAULATOR TEMPERATURE (34°C » 0.200)  34.0

SIMULATOR SN _MP 2847 st ATOR EXP DATE 06/23/2016

{Z] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tesls using a standard solution All three tests must be within +5% of the slandard value and must have a spread of .005 or
less, Check the box corresponding o the standard solution being used. (PRINTOUT ATTAGHED)
0 100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0 076% and 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = 104 TEST2 @ 403 TESTI = 103

E RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 2 ©-o04 O (0s-09 O (1019 O (15.19) O (OVER 19y 1

List any new parls and descnbe any alteralion or madilicalion thal was made to restore the instrument to operale satisfactorily and within
established Himits (use olher side il necessary).

) FL LA
g,é Christopher Shonk

SHATURE
»

VPE I PERYFEUMBNG EXFIRATITS (1ATE TELEFRONE LUMAER
250170 NOTIA312017 (417} 673-1911

Relurn comploted report to the:  Breath Alcehal Pragram, MO Depariment of Meaith and Sanior Sé;;z‘cas. Southeast Distict Orf}ce
2875 James Boulevard
Poplar Bluff, MO 63501

BHAE0A 4401 0 #h
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CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 15050 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on March 11, 2015, vsing a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1218% (w/vol) ethyl alcohol. The expiration date for this lot
number is March9,2017 at 11:59 PM.,

When used in a calibrated Simulator, operating at
34°C 4/~ .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L, +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

' Ted, L. Pauley, President

GUTH LABORATORIES, INC.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE ||

CHRISTOPHER SHONK

is.hereby aulhorized to instuct and supervise operalors, train instruclors, inspecl, caibrala, perlorm feld service and repairs,
and operale the following breath analyzer(s):

INTOX DMT, INTOXILYZER 8000, ALCO-SENSOR IV W/PRINTER

fer the detsrmination of the alcaholic content of blcod from a sample of exgited air. Pemil issted under the provisions of sections
577.020 through 577.041, RSMo and 308.111 through 306.119 RSMo.

SATE . 1/2372015

JIRECTOR OF STATE PUEL G HEALTA LABORATORY

- - "
vUMBER 250170 i}.axﬂe‘. \J‘M)(;-!--\(-"‘-]"
=xPIREs 1023/2017 OIRECTCR OF SEPIATHENT OF EALTH AND SENIOR SERVICES

Q5800771 {6-1C) LADS {510}
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